
 

Reduced Imaging Time and Improved Image
Quality of 3D Isotropic T2-Weighted Magnetic

Resonance Imaging with Compressed
Sensing for the Female Pelvis

Hao Mei苣, Feng Xiao, Ming Deng

Abstract:  This study is  to compare three-dimensional (3D)  isotropic T2-weighted magnetic  reso-

nance imaging (MRI) with compressed sensing-sampling perfection with application optimized con-

trast (CS-SPACE) and the conventional image (3D-SPACE) sequence in terms of image quality,

estimated signal-to-noise ratio (SNR), relative contrast-to-noise ratio (CNR), and the lesions’ con-

spicuous of the female pelvis. Thirty-six females (age: 51, 28–73) with cervical carcinoma (n=20),

rectal carcinoma (n=7), or uterine fibroid (n=9) were included. Patients underwent magnetic reso-

nance  (MR)  imaging  at  a  3T  scanner  with  the  sequences  of  3D-SPACE,  CS-SPACE,  and  two-

dimensional (2D) T2-weighted turbo-spin echo (TSE). Quantitative analyses of estimated SNR and

relative CNR  between  tumors  and  other  tissues,  image  quality,  and  tissue  conspicuity  were   per-

formed. Two radiologists assessed the difference in diagnostic findings for carcinoma. Quantitative

values and qualitative scores were analyzed, respectively. The estimated SNR and the relative CNR

of tumor-to-muscle obturator internus,  tumor-to-myometrium, and myometrium-to-muscle obtura-

tor  internus was comparable  between 3D-SPACE and CS-SPACE. The overall  image quality and

the conspicuity of the lesion scores of the CS-SPACE were higher than that of the 3D-SPACE (P <

0.01). The CS-SPACE sequence offers shorter scan time, fewer artifacts, and comparable SNR and

CNR to conventional 3D-SPACE, and has the potential to improve the performance of T2-weighted

images.
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 1    Introduction

Magnetic  resonance  imaging  (MRI)  has  become

an  increasingly  important  tool  in  the  diagnosis

and noninvasive  assessment of  female  pelvic  dis-

ease.  In  MRI,  the  two-dimensional  (2D)  T2-

weighted turbo-spin echo (TSE) sequence plays a

crucial role in the standardized protocols for the

female pelvis, which provides excellent tissue con-

trast  and  high  in-plane  spatial  resolution  [1– 5].

However,  the  2D  TSE  sequence  has  relatively

thick image sections, so it needs to acquire multi-

ple  planes,  resulting  in  a  long  total  acquisition

time.  More than that,  if  2D imaging is  off-plane

or sub-optimal,  it  may need to be repeated.  Ba-

sed on these obvious flaws, three-dimensional (3D)

isotropic  imaging  is  proposed.  Previous  studies

demonstrated  that  a  3D  T2-weighted  TSE

sequence  with  high  spatial  resolution  and  multi-

planar  reconstruction  capability  showed  certain
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advantages  over  the  2D  T2-weighted  TSE

sequence in uterine tumors [6–8].

In  recent  years,  the  3D  sampling  perfection

with application-oriented  contrasts  using   vari-

able  flip  angle  evolutions  (3D  SPACE;  Siemens

Healthcare,  Erlangen,  Germany)  sequence  has

been applied to the brain, bone, rectum, prostate,

and  female  pelvis  [6– 12]. Compared  to  the   con-

ventional  2D  TSE  image,  3D  SPACE  has  the

potential to  improve the delineation of  anatomi-

cal  structures  with  many  positive  results  [7,  8,

12–17].  The  refocusing  pulse  train  of  the  3D

SPACE  sequence  consists  of  variable  flip-angle

pulses. With flip angles less than 180°, the radio-

frequency  energy  deposition  decreases,  which

allows for  longer  echo  trains,  shorter  echo   spac-

ing,  and  higher  turbo  factors  [18].  In  clinical

practice,  T2-weighted  image  (T2WI)  with  3D

SPACE  yields  a  sequence  with  high  signal  to

noise  ratio  (SNR)  and  contrast-to-noise  ratio

(CNR),  excellent  contrast,  and  superior  anato-

mic definition, as well  as the ability to facilitate

retrospective alignments of MRI in any arbitrary

plane according to the anatomical and pathologi-

cal  structures  [19]. However,  despite  its   promis-

ing  added  value,  the  T2WI  with  3D  SPACE  is

rarely used clinically, because of its long acquisi-

tion  time.  Moreover,  physiological  movements

such  as  intestinal  gurgling  and  breathing  induce

motion artifacts in pelvic imaging.

Compressed  sensing  (CS)  technique  is  the

one  with  the  most  potent  method  to  accelerate

magnetic  resonance  (MR)  acquisition by   recon-

structing interactively  incoherently  under   sam-

pled data using a regularization term [20, 21]. CS

has  been  introduced  to  MRI,  including  time-of-

flight  MR  angiography  [22,  23],  and  dynamic

contrast-enhanced  MRI  [24].  Recently,  it  has

been applied to sampling perfection with applica-

tion  optimized  contrast  (SPACE)  imaging  to

reduce  the  scan  time,  showing  varied  effects  on

image quality and diagnostic value [25–29]. While

CS technology is of great value to clinical institu-

tions,  to  date  no  systematic  evaluation  of  the

clinical  feasibility  of  a  3D  T2WI  sequence  using

CS-SPACE  for  pelvic  imaging  accelerated  has

been conducted.  The  purpose  of  our   retrospec-

tive study  was  to  qualitatively  and   quantita-

tively  compare  a  CS-SPACE  sequence  with  the

routine  SPACE  for  3D  T2WI  of  the  female

pelvis.

This  study  is  to  compare  CS-SPACE  and

the conventional 3D-SPACE sequence in terms of

image quality, estimated SNR, relative CNR, and

conspicuity  of  female  pelvis,  aimed  to  improve

the  performance  of  T2-weighted  image  for  the

evaluation of tumor extent and improve the diag-

nostic confidence of radiologists.

 2    Methodology

 2.1    Patients
This  retrospective  study  was  approved  by  the

Medical Ethics Committee of Zhongnan Hospital

of Wuhan University (Approval number: 2017021)

with waiver of informed consent. Between August

2020 and November 2020, 36 patients (age range

28–73 years, mean age 51 years) were identified.

Out of 36 patients, 27 patients (age range 35–73

years,  mean  age  52.3  years)  underwent  radical

hysterectomy,  in  1  to  14  days  (mean  4.3  days)

after  MR  examination  (tumor  size  range  1.6 –

8  cm,  mean 3.54  cm).  The  pathological  findings

revealed cervical  cancer  in  20  patients,  and   rec-

tal cancer in 7 patients. The remaining 9 patients

(age  range  28–57  years,  mean  age  45.7  years)

underwent endocrinologic therapy following their

MR examination.

 2.2    MR Imaging
MRI  was  performed  at  3T  (Prisma,  Siemens

Healthcare,  Germany)  scanner  using  a  24-ele-

ment  pelvic  phased-array  coil  and  32-element

spine coil. In each patient, a sandbag was placed

after the pelvic coil was covered before examina-

tion, to maximize coil fit and reduce motion arti-

facts.  2D  TSE  T2WI  images  were  obtained  in

sagital, coronal, and axial planes, while axial 3D

T2WI  with  SPACE  and  3D  T2WI  with  CS-
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SPACE  were  obtained  in  the  axial  plane.  The

sampling  factor  of  axial  3D  T2WI  with  CS-

SPACE  is  0.14;  regularization  parameter  was

0.000 5; and iteration was 40. The detailed imag-

ing  parameters  of  the  2D  and  3D  T2-weighted

sequences are shown in Tab. 1. After acquisition

of  the  T2WI,  axial  T1-weighted  2D  TSE,  axial

contrast-enhanced  dynamic  T1-weighted  sequen-

ce,  and  sagital  contrast-enhanced  T1-weighted

sequence were obtained for all patients, but those

images were not used in this study.
 
 

Tab. 1  MR  parameters  of  3D  SPACE,  and  3D  CS-SPACE

sequences
 

Parameter/sequence 3D SPACE 3D CS-SPACE

Field of view 256×256 256×256

Acquisition voxel 0.8×0.8×0.8 0.8×0.8×0.8

Number of slices 160 160

Thickness(mm) 0.8 0.8

Repetition time(ms) 1 200 1 200

Echo time (ms) 233 167

Bandwidth(Hz/Px) 446 679

Acceleration factor 3×1 1×1

Echo train length 110 90

Average 1.4 1.0

Scan duration 5:32 2:33
 

 2.3    Imaging Analysis
 2.3.1    Quantitative Imaging Analysis
Quantitative  analyses  were  performed  in  all  36
patients.  All  images  were  transferred  to  picture
archiving  and  communication  system  (PACS).
The  analysis  was  performed  by  one  radiologist
(Y. N. Hu, with more than 6 years’ experience in
genitourinary  imaging).  Conventional  3D-
SPACE and CS-SPACE were quantitatively ana-
lyzed.  Mean  signal  intensity  (SI)  was  measured
by  placement  of  circular  regions  of  interest
(ROIs)  over  the  tumor  foci,  myometrium  and
internal  obturator  muscle  in  identical  locations
on both axial 3D T2WI images. For the tumors,
an ROI was drawn to encompass as much of the
lesion  as  possible  on  a  representative  optimal
panel  image.  For  cases  with  multiple  uterine
leiomyomas, only the largest lesion was analyzed.
Care was  taken  to  size  and  place  ROIs   consis-

tently  for  the  same  patient.  For  the  internal
obturator muscle, a 1 cm2 circular ROI was used,
placed  over  areas  of  relatively  homogeneous
region. Because  CS  and  parallel  imaging   tech-
nique was used, the usual SNR or CNR measure-
ments  could  not  be  performed  [30,  31].  Instead,
estimated  SNR  was  calculated  as  the  ratio
between  the  mean  SI  and  standard  deviation  of
the  SI  in  the  same  tumor  ROI  as  previously
reported  [6–8].  Similarly,  the  relative  CNR
between tissues was estimated by using different
ratios  in  SI.  The  relative  CNR  between  the
paired  tissue  types  was  calculated  by  using  the
following equation:  the  relative  CNR = (A–B)/
(A+B), where A and B are the mean SIs of the
two different tissue types.

 2.3.2    Qualitative Analysis
Two radiologists reviewed both axial 3D SPACE
and 3D CS-SPACE images. They performed side-
by-side  comparisons  for  the  conspicuity  of  the
lesion and the sharpness of the lesion edges using
a 3-point scale as follows [6, 7]: score 1, conspicu-
ity or sharpness of the lesion edge was bad; score
2, conspicuity or sharpness of the lesion edge was
general;  and score 3,  conspicuity or sharpness of
the  lesion  edge  was  better.  The  overall  image
quality  was  also  assessed  based  on  the  artifact
degree  concerning  motion,  susceptibility,  and
dielectric artifacts  using  a  5-point  scale  as   fol-
lows:  score  1,  poor  quality  with  severe  artifacts;
score 2,  below-average  quality  with   diagnosti-
cally relevant artifacts; score 3, fair quality with
moderate but  not  diagnostically  relevant   arti-
facts; score  4,  good  quality  with  minimal   arti-
facts; and score 5, excellent quality without arti-
facts.  These  standards  have been widely  used in
previous research and have been widely accepted.

 2.3.3    Statistical Analysis
The statistical analyses were performed by using
software  (Statistical Product  and  Service   Solu-
tions, SPSS  25.0  for  Windows;  SPSS,   Interna-
tional Business Machines Corporation). A paired
t-test  was  used  to  compare  the  estimated  SNRs
and the relative CNRs, and the Wilcoxon signed-
rank test for comparison of five- and three-point
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scales used for qualitative evaluation.

 2.4    Results
 2.4.1    Quantitative Analysis
There  was  no  significant  difference  in  estimated

SNRs (6.523 vs 6.041, P=0.450) between the two

sequences for the lesion. And no significant differ-

ence  is  found  in  relative  CNR  tumor-to-musculi

obturator  internus  (0.434  vs  0.413,  P=0.178),

tumor-to-myometrium (0.181 vs 0.209, P=0.169),

and  myometrium-to-musculi  obturator  internus

(0.227  vs  0.209, P=0.091).  The  detailed  results

are  shown  in  Tab.  2,  Fig. 1,  Fig  2,  and  Fig. 3.

The  pelvic  anatomy  can  be  clearly  showed  with

the 3D CS-SPACE (2:33 min), 3D SPACE (5:32

min)  and  2D  TSE  T2WI  (2:33  min)  sequence,

and there is no significant difference in SNR and

CNR.
 
 

Tab. 2  Comparison of 3D SPACE and 3D CS-SPACE sequences

for estimated SNR and relative tumor contrast ratio
 

Parameter of finding Patient
3D

SPACE

3D CS-

SPACE

P-

value

SNR of tumor 36 6.041 6.523 0.45

Tumor-to-muscle contrast

ratio
36 0.413 0.433 0.184

Tumor-to-myometrium

contrast ratio
27 0.209 0.181 0.173

Myometrium-to-muscle

contrast ratio
27 0.185 0.226 0.093

Note: The “muscle” refers to the musculi obturator internus.
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Fig. 1    Box and whisker plots that show results of the relative

CNRs
 

 2.4.2    Qualitative Analysis
The  overall  image  quality  score  for  3D  CS-

SPACE  images  was  higher  than  that  for  3D

SPACE  images  (Median:  4  vs  3,  P<0.001)

(Tab. 3). Both radiologists agreed that there was

a difference between the lesions shown in the 3D

CS-SPACE  sequence  and  the  conventional  3D

SPACE  images.  The  3D  CS-SPACE  sequence

showed  sharpness  of  the  lesion  edge  and  fewer

artifacts. The conspicuity of lesion was better on

3D  CS-SPACE  images  than  on  3D  SPACE

 

(a) (b) (c)

Fig. 2    T2WI of  a  49-year-old  female  with irregular  menstrua-

tion for more than 2 months: (a) axial 3D CS-SPACE

T2WI; (b) 3D SPACE T2WI; (c) 2D TSE T2WI

 

(a) (b) (c)

(d) (e) (f)

Fig. 3    T2-weighted  MR  images  of  a  31-year-old  woman  with

subserous  leiomyoma  with  pathologically  proved

endometrioid  adenocarcinoma  (pT1N0MX):  (a)  axial

3D CS-SPACE T2WI; (b) sagital reformation of 3D CS

SPACE; (c) coronal reformation of 3D CS SPACE; (d)

3D  SPACE  T2WI;  (e)  sagital  reformation  of  3D

SPACE; (f) coronal reformation of 3D SPACE

 

Tab. 3  Image  quality  scores  for  3D  CS-SPACE  versus  3D

SPACE images
 

Score
Overall image quality

p-value
3D SPACE 3D CS-SPACE

1 0 0

<0.001

2 8(22.2%） 2(5.6%)

3 20(55.6%） 7(19.4%)

4 8(22.2%） 18(50%)

5 0 9(25%)
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images (Average: 2.39 vs 1.81, P<0.001) (Tab. 4).

The  specific  case  in  Fig. 3  also  validated  our

results. 3D CS SPACE shows fewer motion arti-

facts  and  better  distinction  between  the  mucous

layer and the smooth muscle layer of the uterus.
  
Tab. 4  Conspicuity  of  lesion  scores  for  3D  CS-SPACE  versus

3D SPACE images
 

Score
Conspicuity of lesion

p-value
3D SPACE 3D CS-SPACE

1 13 (36.1%） 2 (5.6%)

<0.0012 17 (47.2%） 18 (50%)

3 6 (16.7%） 16 (44.4%)
 

 3    Conclusion
The  3D  CS-SPACE  sequence  offers  advantages,

such as  shorter  scan  time,  greater  tumor   con-

spicuity,  fewer  artifacts,  and  equal  SNR  and

CNR, so it has the potential to improve the per-

formance  of  T2WI  for  the  evaluation  of  tumor

extent  and  improve  the  diagnostic  confidence  of

radiologists.  In  particular,  we  believe  that  this

sequence holds promise to increase the quality of

pelvic  tumor  imaging,  especially  for  the  patient

with physiological movement.

References： 

 C. Balleyguier, E. Sala, T. Da Cunha, A. Bergman,

B. Brkljacic, F. Danza, R. Forstner, B. Hamm, R.

Kubik-Huch, C. Lopez, R. Manfredi, J. McHugo, L.

Oleaga, K. Togashi,  and K. Kinkel,  “Staging of

uterine cer-vical cancer with MRI: Guidelines of

the European Society of Urogenital  Radiology,”

European Radiology, vol. 21, no. 5, pp. 1102-1110,

2011.

[1]

 K. Kinkel, R. Forstner, F. M. Danza, L. Oleaga, T.

M. Cunha, A. Bergman, J. O. Barentsz, C. Bal-

leyguier,  B. Brkljacic,  J.  A. Spencer,  and Euro-

pean Society of Urogenital Imaging, “Staging of

endometrial  cancer with MRI: Guidelines of the

European society of  urogenital  imaging,” Euro-

pean Radiology, vol. 19, no. 7, pp. 1565-1574, 2009.

[2]

 S. Pecorelli, “Revised FIGO staging for carci-noma

of the vulva, cervix, and endometrium,” Interna-

tional Journal of Gynaecology and Obstetrics: The

Official Organ of the International Federation of

[3]

Gynaecology and Obstetrics,  vol.  105, no. 2,  pp.

103-104, 2009.

 R. A. Kubik-Huch, M. Weston, S.  Nougaret,  H.

Leonhardt, I. Thomassin-Naggara, M. Horta, T. M.

Cunha,  C.  Maciel,  A.  Rockall,  and R. Forstner,

“European  Society  of  Urogenital  Radiology

(ESUR) Guidelines: MR imaging of leiomyomas,”

European Radiology, vol. 28, no. 8, pp. 3125-3137,

2018.

[4]

 S. Nougaret, M. Horta, E. Sala, Y. Lakhman, I.

Thomassin-Naggara,  A.  Kido,  G.  Masselli,  N.

Bharwani, E. Sadowski, A. Ertmer, M. Otero-Gar-

cia, R. A. Kubik-Huch, T. M. Cunha, A. Rockall,

and R. Forstner, “Endometrial cancer MRI staging:

Updated guidelines of the European society of uro-

genital radiology,” European Radiology, vol. 29, no.

2, pp. 792-805, 2019.

[5]

 M. Hori, T. Kim, H. Onishi, T. Ueguchi, M. Tat-

sumi, A. Nakamoto, T. Tsuboyama, K. Tomoda,

and N. Tomiyama, “Uterine tumors: Comparison

of 3D versus 2D T2-weighted turbo spin-echo MR

imaging at 3.0 T—initial experience,” Radiology,

vol. 258, no. 1, pp. 154-163, 2011.

[6]

 Y. R. Shin, S. E. Rha, B. G. Choi, S. N. Oh, M. Y.

Park,  and  J.  Y.  Byun,  “Uterine  cervical  car-

cinoma: A comparison of two- and three-dimen-

sional T2-weighted turbo spin-echo MR imaging at

3.0 T for image quality and local-regional staging,”

European Radiology, vol. 23, no. 4, pp. 1150-1157,

2013.

[7]

 E. M. Hecht, S. Yitta, R. P. Lim, E. F. Fitzgerald,

P. Storey, J. S. Babb, K. O. Bani-baker, and G. L.

Bennett, “Preliminary clinical experience at 3 T

with a 3D T2-weighted sequence compared with

multiplanar 2D for evaluation of the female pelvis,”

American Journal of Roentgenology, vol. 197, no.

2, pp. W346-W352, 2011.

[8]

 Z. Fan, Q. Yang, Z. Deng, Y. Li, X. Bi, S. Song,

and D. Li, “Whole-brain intracranial vessel wall

imaging at 3 Tesla using cerebrospinal fluid-attenu-

ated T1-weighted 3D turbo spin echo,” Magnetic

Resonance in Medicine, vol. 77, no. 3, pp. 1142-

1150, 2017.

[9]

 N. Subhas, A. Kao, M. Freire, J. M. Polster, N. A.

Obuchowski, and C. S. Winalski, “MRI of the knee

ligaments and menisci: Comparison of isotropic-res-

olution  3D and  conventional  2D  fast  spin-echo

sequences at 3 T,” American Journal of Roentgeno-

logy, vol. 197, no. 2, pp. 442-450, 2011.

[10]

 S. Y. Park, J. S. Park, W. Jin, K. H. Rhyu, and K.

N.  Ryu,  “Diagnosis  of  acetabular  labral  tears:

[11]

Hao Mei et al.  /  Reduced imaging time and improved image quality of 3D isotropic T2-weighted magnetic resonance ...

—  583  —



Comparison of  three-dimensional  in-termediate-

weighted  fast  spin-echo  MR arthrography  with

two-dimensional MR arthrography at 3.0 T,” Acta

Radiologica, vol. 54, no. 1, pp. 75-82, 2013.
 H.  Kim,  J.  S.  Lim,  J.  Y.  Choi,  J.  Park,  Y.  E.

Chung, M.-J. Kim, E. Choi, N. K. Kim, and K. W.

Kim, “Rectal cancer: Comparison of accuracy of

local-regional staging with two- and three-dimen-

sional preoperative 3-T MR imaging,” Radiology,
vol. 254, no. 2, pp. 485-492, 2010.

[12]

 S. Lee,  W. H. Jee,  J.  Y. Jung,  S.  Y. Lee,  K. S.

Ryu,  and K. Y. Ha,  “MRI of  the lumbar spine:

Comparison  of  3D  isotropic  turbo  spin-echo

SPACE sequence versus conventional 2D sequences

at 3.0 T,” Acta Radiologica, vol. 56, no. 2, pp. 174-

181, 2015.

[13]

 A. B. Rosenkrantz, J. Neil, X. Kong, J. Melamed,

J. S. Babb, S. S. Taneja, and B. Taouli, “Prostate

cancer: Comparison of 3D T2-weighted with con-

ventional 2D T2-weighted imaging for image qual-

ity  and tumor detection,”  American Journal  of

Roentgenology, vol. 194, no. 2, pp. 446-452, 2010.

[14]

 J. J. Fütterer, D. Yakar, S. P. Strijk, and J. O.

Barentsz, “Preoperative 3T MR imaging of rectal

cancer: Local staging accuracy using a two-dimen-

sional  and three-dimensional  T2-weighted turbo

spin echo sequence,” European Journal of Radiol-

ogy, vol. 65, no. 1, pp. 66-71, 2008.

[15]

 J. Y. Jung, W. H. Jee, M. Y. Park, S. Y. Lee, and
Y. S. Kim, “Supraspinatus tendon tears at 3.0 T
shoulder  MR arthrography:  Diagnosis  with  3D
isotropic turbo spin-echo SPACE sequence versus
2D conventional  sequences,” Skeletal  Radiology,
vol. 41, no. 11, pp. 1401-1410, 2012.

[16]

 S. Kakeda, Y. Korogi, Y. Hiai, N. Ohnari, T. Sato,
and T. Hirai, “Pitfalls of 3D FLAIR brain imaging:
A prospective comparison with 2D FLAIR,” Aca-
demic Radiology,  vol.  19, no. 10, pp. 1225-1232,
2012.

[17]

 M.  P.  Lichy,  B.  M.  Wietek,  J.  P.  Mugler,  W.
Horger,  M. I.  Menzel,  A. Anastasiadis,  K. Sieg-
mann, T. Niemeyer, A. Königsrainer, B. Kiefer, F.
Schick,  C.  D.  Claussen,  and  H.  P.  Schlemmer,
“Magnetic resonance imaging of the body trunk
using  a  single-slab,  3-dimensional,  T2-weighted
turbo-spin-echo sequence with high sampling effi-
ciency (SPACE) for high spatial resolution imag-
ing: Initial clinical experiences,” Investigative Radi-
ology, vol. 40, no. 12, pp. 754-760, 2005.

[18]

 G. M. Rauch, H. Kaur, H. Choi, R. D. Ernst, A. H.
Klopp, P. Boonsirikamchai, S. N. Westin, and L.
P. Marcal, “Optimization of MR imaging for pre-

[19]

treatment evaluation of patients with endometrial

and cervical cancer,” Radio Graphics, vol. 34, no.

4, pp. 1082-1098, 2014.

 M. Lustig, D. Donoho, and J. M. Pauly, “Sparse

MRI: The application of compressed sensing for

rapid  MR  imaging,”  Magnetic  Resonance  in

Medicine, vol. 58, no. 6, pp. 1182-1195, 2007.

[20]

 M. Lustig, D. L. Donoho, J. M. Santos, and J. M.

Pauly, “Compressed sensing MRI,” IEEE Signal

Processing  Magazine,  vol.  25,  no.  2,  pp.  72-82,

2008.

[21]

 T.  Yamamoto,  K.  Fujimoto,  T.  Okada,  Y.

Fushimi, A. F. Stalder, Y. Natsuaki, M. Schmidt,

and K.  Togashi,  “Time-of-flight  magnetic  reso-

nance angiography with sparse under-sampling and

iterative reconstruction: Comparison with conven-

tional parallel imaging for accelerated imaging,”

Investigative Radiology, vol. 51, no. 6, pp. 372-378,

2016.

[22]

 Y.  Fushimi,  K.  Fuj imoto,  T.  Okada,  A.

Yamamoto, T. Tanaka, T. Kikuchi, S. Miyamoto,

and K.  Togashi,  “Compressed sensing 3-dimen-

sional time-of-flight magnetic resonance angiogra-

phy  for  cerebral  aneu-rysms:  Optimization  and

evaluation,” Investigative Radiology, vol. 51, no. 4,

pp. 228-235, 2016.

[23]

 M. C. Rossi Espagnet, L. Bangiyev, M. Haber, K.

T.  Block,  J.  Babb,  V.  Ruggiero,  F.  Boada,  O.

Gonen, and G. M. Fatterpekar, “High-resolution

DCE-MRI of the pituitary gland using radial k-

space acquisition with compressed sensing recon-

struction,” American Journal of Neuroradiology,

vol. 36, no. 8, pp. 1444-1449, 2015.

[24]

 F. F.  Altahawi,  K.  J.  Blount,  N.  P.  Morley,  E.

Raithel, and I. M. Omar, “Comparing an acceler-

ated 3D fast spin-echo sequence (CS-SPACE) for

knee 3-T magnetic resonance imaging with tradi-

tional 3D fast spin-echo (SPACE) and routine 2D

sequences,” Skeletal Radiology, vol. 46, no. 1, pp. 7-

15, 2017.

[25]

 S. Okuchi, Y. Fushimi, T. Okada, A. Yamamoto,
T. Okada, T. Kikuchi, K. Yoshida, S. Miyamoto,
and K. Togashi, “Visualization of carotid vessel
wall  and  atherosclerotic  plaque:  T1-SPACE vs.
compressed sensing T1-SPACE,” European Radiol-
ogy, vol. 29, no. 8, pp. 4114-4122, 2019.

[26]

 C.  Zhu,  B.  Tian,  L.  Chen,  L.  Eisenmenger,  E.
Raithel, C. Forman, S. Ahn, G. Laub, Q. Liu, J.
Lu, J. Liu, C. Hess, and D. Saloner, “Accelerated
whole brain intra-cranial vessel wall imaging using
black blood fast spin echo with compressed sensing
(CS-SPACE),” Magma (New York, N.Y.), vol. 31,

[27]

Journal of Beijing Institute of Technology，2023，Vol. 32，No. 5

—  584  —



no. 3, pp. 457-467, 2018.
 C. Zhu, L. Cao, Z. Wen, S. Ahn, E. Raithel,  C.
Forman, M. Hope, and D. Saloner, “Surveillance of
abdominal aortic aneurysm using accelerated 3D
non-contrast black-blood cardiovascular magnetic
resonance with compressed sensing (CS-DANTE-
SPACE),”  Journal  of  Cardiovascular  Magnetic
Resonance: Official Journal of the Society for Car-
diovascular Magnetic Resonance, vol. 21, no. 1, pp.
66, 2019.

[28]

 B.  Henninger,  E.  Raithel,  C.  Kranewitter,  M.
Steurer, W. Jaschke, and C. Kremser, “Evaluation
of an accelerated 3D SPACE sequence with com-
pressed sensing and free-stop scan mode for imag-
ing of the knee,” European Journal of Radiology,
vol. 102, pp. 74-82, 2018.

[29]

 O.  Dietrich,  J.  G.  Raya,  S.  B.  Reeder,  M.  F.
Reiser, and S. O. Schoenberg, “Measurement of sig-
nal-to-noise ratios in MR images: Influence of mul-
tichannel coils, parallel imaging, and reconstruc-
tion filters,” Journal of Magnetic Resonance Imag-
ing: JMRI, vol. 26, no. 2, pp. 375-385, 2007.

[30]

 J. T. Heverhagen, “Noise measurement and estima-
tion in MR imaging experiments,” Radiology, vol.

[31]

245, no. 3, pp. 638-639, 2007.

Hao  Mei works  in  the  Department  of
Radiology,  Zhongnan  Hospital,  Wuhan
University, Wuhan.  His  research   inter-
ests include MRI & CT imaging technol-
ogy.

Feng Xiao is currently the Chief Techni-
cian with the  Department  of  Radiology,
Zhongnan  Hospital,  Wuhan  University,
Wuhan.  His  research  interests  include
biomedical  signal/image  analysis,
machine learning,  and  artificial   intelli-
gence.

Ming Deng works in the Department of
Radiology,  Zhongnan  Hospital,  Wuhan
University, Wuhan.  His  research   inter-
ests  include  abdominal  and  pelvic  MRI
imaging.

Hao Mei et al.  /  Reduced imaging time and improved image quality of 3D isotropic T2-weighted magnetic resonance ...

—  585  —


	1 Introduction
	2 Methodology
	2.1 Patients
	2.2 MR Imaging
	2.3 Imaging Analysis
	2.3.1 Quantitative Imaging Analysis
	2.3.2 Qualitative Analysis
	2.3.3 Statistical Analysis

	2.4 Results
	2.4.1 Quantitative Analysis
	2.4.2 Qualitative Analysis


	3 Conclusion
	References

